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NONR  343? (00) 


Or.  3,  llciditch  presented  a  paper  on  the  conductivity  of  sodium- 
ammonia  solutions  at  the  !fey]  Colloquium*  held  at  Universite* 
Catholique*  Lille*  France.  The  principal  results  to  date  are 
given  in  the  appended  paper,  which  will  be  published  in  the 
Proceedings  of  the  Colloquium. 

We  have  now  turned  our  attention  to  obtaining  data  for  clarification 
of  the  nature  of  the  sod ium-ammon ia  solutions.  In  particular, 
we  are  modifying  our  system  so  that  we  can  vary  the  pressure  on  the 
solutions.  The  significance  of  the  pressure  measurements  may  be 
seen  from  equations  on  page  43  of  the  attached  paper.  Here  it  will 
be  noted  that  we  have  been  measuring  conductivities  as  functions 
of  temperature  along  the  vapor  pressure  curve.  If  we  can  measure 
the  euects  of  pressure  on  the  conductivity  as  well  as  the  vapor 
pressure  itself*  we  can  then  deduce  the  temperature  coefficient 
of  conductivity  at  constant  pressure  and  composition.  Preliminary 
experiments*  initiated  to  enable  us  to  check  the  validity  of 
carry in^  out  this  program*  have  been  encouraging. 

PLAHJ  FOR  he;;t  quarter 

The  modifications  for  the  pressure  studies  should  be  completed 
and  experimental  measurements  initiated  in  the  next  quarter. 

A  system  ror  measuring  density  coefficients  should  also  be  made 
operational.  The  density  temperature  coefficients  are  also  needed 
for  interpretation  of  the  data  since  specific  conductivities  are 
based  on  number  densities  rather  than  on  compositions. 
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1.  ELECTRICAL  CONDUCTIVITIES  OF  SODIUH-AHMONIA  SOLUTIONS* 

by 

S.  No  id  itch 

Unified  Science  Associates,  Inc. 

Pasadena,  California 


ABSTRACT 

Electrical  conductivities  of  sodium-ammonia  solutions  have  been 
measured  from  -80  to  +|85°C.  i.c.,  most  of  the  liquid  range 
and  some  of  the  gaseous  range.  The  objective  of  those  studies 
is  the  coloration  of  the  possibility  of  using  such  gaseous 
solutions  as  plasma  sources.  The  attractive  features  of  these 
gases  found  in  this  study  include  plasma  lifetimes  in  excess 
of  3, 000  seconds  (the  plasmas  being  at  equilibrium),  temperatures 
as  low  as  13^°C  and  electrical  conductivities  of  at  least 
100  mhos/cm. 

Visual  appearances  of  the  dense  gases  are  the  same  as  those  of 
the  liquids.  Gases  with  low  concentrations  of  sodium  are  blue 
and  ones  with  high  concentrations  are  yellow-red  metallic  copper- 
gold. 

Electrical  conductivities  of  the  liquids  increase  with  increasing 
temperature  until  conductivity  maxima  are  reached  at  80  to  100°C. 
In  dilute  solutions,  the  temperatures  of  these  maxima  are  close 
to  the  solution  critical  temperatures;  because  of  this,  con¬ 
ductivities  of  supercritical  gases  have  been  measured  that  are 
higher  than  the  conductivities  of  the  liquids  of  the  same  mole 
fr'eti  ns  at  roam  temperature. 


*  This  program  is  being  supported  by  the  Advanced  Research 
Projects  Agency  and  the  Office  of  Naval  Research  under 
Contract  No.  NONR-3^37 (00). 
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1.  INTRODUCTION 


The  objective  of  this  progrom  is  the  preparation  of  compressible 
gaseous  plasmas  under  equilibrium  with  high  electrical  con¬ 
ductivities.  Dense  gases  of  metals  satisfy  these  requirements. 
Birch  obtained  conductivities  in  dense  mercury  gases  as  high  as 
1 1 00  mhos/cm  at  1k00°C  and  2700  kg/cm2  (32  B I R ) *  Use  of  such 
References  are  listed  at  the  end  of  this  paper. 
dense  gases  for  plasma  studies  is  not  attractive  because  of  the 
difficulties  of  experimentation  under  these  extreme  conditions. 
Therefore,  the  use  of  d^nse  gaseous  solutions,  which  exist  at 
lower  temperatures  than  the  one-component  systems,  is  being 
invest igateo,  ammonia  being  chosen  as  the  gaseous  solvent  and 
metallic  sodium  as  the  solute. 

The  feasibility  of  the  program  v/as  based  on  the  following: 

(1)  Electrolytic  properties  of  dense  gaseous  electro¬ 
lytic  solutions  ar*-  similar  to  those  of  liquid 

so lut ions; 

(2)  Concentrated  liquid  sod i um-ammon ia  solutions  have 
metallic  characteristics;  and 

0)  Honnoy  and  Hogarth  (30  HAN)  showed  that  gaseous 
ammonia  dissolves  metallic  sodium  and  that  these 
gaseous  solutions  nave  lifetimes  of  at  least  n 
few  seconds,  the  limitation  arising  because  of  the 
sol f -react  ion  between  solvent  and  metal, 

Na  +  NH^  =  NaNHg  +  l/2H2> 

The  lifetimes  of  the  sod ium-ammon ia  solutions  in  the  gaseous 
state  arc  of  interest  since,  unlike  most  laboratory  gaseous 
plasmas,  these  solutions  are  under  equilibrium;  and  therefore, 
the  only  limitation  on  the  plasma  lifetime  is  the  chemic<al  self- 
react ion. 
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We  have  studied  the  lifetimes  of  gaseous  solutions  by  sealing 
purified  solutions  in  glass  tubing  and  heating  to  I35_185°C. 

In  the  initial  phases  of  the  program,  the  removal  of  causes  of 
the  self-reaction  between  solvent  and  metal  was  stressed. 

Once  useful  lifetimes  were  obtained,  emphasis  was  switched  to 
the  measurement  of  the  electrical  conductivities  in  both  the 
liquid  and  gaseous  states  since  electrical  conductivities  are 
one  of  the  most  important  plasma  parameters.  The  current-poten¬ 
tial  techniques  used  in  all  the  reported  investigations  of 
electrical  conductivities  of  metal-amine  solutions  require  the 
immersion  of  electrodes  into  the  solutions.  Contact  of  such 
electrodes  with  the  solutions  results  in  catalysis  of  the 
se I f -roac t ion  between  solvent  and  solute,  the  reaction  becoming 
more  vigorous  as  the  temperature  is  increased.  Kraus  (21  KRA) 
tried  substituting  metals  such  as  gold  for  platinum.  Obtaining 
no  appreciable  improvement,  he  then  reduced  the  surface  area 
of  the  electrodes  to  a  minimum  and  stirred  the  solutions  in 
order  to  make  the  solution  more  uniform  and  to  remove  bubbles 
produced  by  the  self-reaction.  Since  immersion  electrodes 
catalyze  the  sel f-react ion,  the  effect  becoming  worse  with  in¬ 
creasing  temperatures,  use  of  immersion  electrodes  in  the 
literature  below  has  restricted  conductivity  measurements  to 
low  temperatures. 

The  most  extensive  sets  of  conductivity-concentration  data  in 
the  literature  ore  those  for  Na-Nl-k  solutions,  there  also  being 
data  for  Li-NHy  K-NHy  Na-K-NH,  and  Li-CH^NHg  solutions.  Cady 
(97  CAD)  found  that  sodium-ammonia  solutions  are  excellent 
conductors  and  that  there  is  no  polarization  current.  He  said 
that  "the  solution  seems  to  conduct  like  a  metal  and  not  like 
an  electrolyte".  Franklin  and  Kraus  (00  FRA)  confirmed  the 
experimental  findings  of  Cady.  Kraus  (21  KRA)  then  made  a 
definitive  series  of  measurements  of  the  specific  conductances 
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of  solutions  of  sodium,  potassium,  lithium,  and  sodium-potassium 
in  liquid  ammonia  at  -33.5°C  at  low  and  moderate  concentrations 
and  Kraus  and  Lucasse  of  concentr'teJ  sadium  anJ  p  tnssium  rmmon ia 
solutions  at  -33.5°C  (21  KRA-a)  and  of  potassium  (23  KRA).  More 
recently,  Evers,  Young  II,  and  Panson  (57  EVE)  measured  the  con¬ 
ductances  of  lithium  methylamine  solutions  as  functions  of 
concentration  at  -22.8°C  and  Borns,  Evers,  and  Frank,  Jr.  (60  BER) 
at  -78. 3° C,  the  latter  stating  that  decomposition  of  the  solutions 
constituted  a  major  problem  in  concentrated  solutions  at  -23°  and 
in  dilute  solutions  at  *33.5 C. 

The  state  of  measurements  of  conductivity  temperature  coefficients 
is  less  extensive.  Franklin  and  Kraus  (00  FRA)  stated  that  the 
temperature  coefficient  of  sodium-ammonia  solutions  was  between 
0.5  and  1.5#  and  of  positive  sign  much  below  -33°C.  They  reported 
that  coefficients  for  lithium  and  potassium  are  positive  (00  FRA-a). 

Kraus  (21  KRA)  measured  the  temperature  coefficients  of  a  dilute 
sodium-ammonia  solution  from  -33  to  485°C  and  of  a  concentrated 
solution  vrom  -33  to  +50°C.  He  was  not  able  to  reduce  the  rate 
of  self-reaction  sufficiently  to  get  reproducible  measurements. 

His  results  are  of  particular  interest  because  the  electrical 
conductivity  increased  with  increasing  temperature  from  -33  to 
+85  C.  Kraus  noted  that  this  behavior  of  sodium-ammonia  solutions 
is  in  striking  contrast  to  that  of  normal  electrolytes  in  ammonia. 

The  conductances  of  electrolytes  in  ammonia  pass  through  maxima 
in  the  neighborhood  of  room  temperature,  the  conductances  de¬ 
creasing  with  increasing  temperatures  above  this  point.  Kraus 
stated  that  "It  is  obvious  that  the  factors  involved  in  the 
temperature  coefficients  of  the  metal  ammonia  solutions  arc  very 
different  from  those  involved  in  solutions  of  ordinary  electrolytes. 

It  is  difficult  in  the  present  state  of  our  knowledge,  to  state  to 
what  the  high  value  of  the  temperature  coefficient  is  due"  (22  KRA-a). 
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Kraus  conjectures  that  the  high  value  of  the  temperature  coefficient 
at  high  temperatures  is  due  to  increased  electron  mobilities. 

Lucassa  (22  LUC)  reported  a  few  coefficients  at  low  temperature. 
Kraus  and  Lucasse  made  an  extended  set  of  quantitative  repro¬ 
ducible  measurements  of  the  conductivity  temperature  coefficient 
of  solutions  of  sodium  (22  KIV.)  and  potassium  (25  KRA)  in  liquid 
ammonia  from  -55  to  -70°C.  The  temperature  coefficients  for 
potassium  solutions  decrease  with  increasing  temperature. 

Pansun  end  Evers  (60  PAN)  measured  the  conductivities  of  moderately 
dilute  I i th ium-methy laminu  solutions  from  -78  to  +20°C.  In  the 
dilute  solutions^  conductivity  noximo  occur  at  *20°  to  -5°C;  the 
temperatures  of  the  maxima  increasing  with  increasing  concentra¬ 
tions.  In  the  dilute  solutions;  the  data  were  not  reproducible 
above  about  -20°C;  and  in  tile  moderately  dilute  solutions  above 
about  -10  C-  They  concluded  their  data  provide  direct  evidence 
for  the  existence  of  mass  action  equilibrium  in  metal-amine 
solut ions. 
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2.  EXPERIMENTAL  APPROACH 


Our  C/Cper imcnta I  invest igat  ions  hove  been  centered  around  solu¬ 
tion  lifetimes  and  conductivities  at  elevated  temperatures.  V/i th 
respect  to  gaseous  solution  lifetimes.,  Hannay  and  Hogarth  had 
prepared  one  sodium-ammonia  solution  which  lasted  for  a  few 
seconds  in  the  gaseous  scate  (oC  HAN),  the  shortness  of  the 
lifetime  was  undoubtedly  due  to  the  catalysis  of  the  self- 
reaction  by  impurities.  In  order  to  obtain  longer  lifetimes, 
we  adopted  techniques  designed  to  ensure  that  the  solutions 
would  be  in  states  of  highest  attainable  purity,  and  that  the 
measuring  devices  would  not  place  foreign  materials  in  contact 
with  the  solutions. 
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2.1  SAMPLE  PREPARATION 


Current  ultra  high  vacuum  philosophy  has  been  adopted  to  our 
purification  and  sample  preparation  systems  even  though  the  oper¬ 
ating  pressures  are  often  as  high  as  100  mm.  These  systems  arc 
thoroughly  baked  out  at  385°C  under  high  vacuum  to  remove  vola- 
tilieabla  contaminants.  All  valves  used  inside  the  oven  're 
bakcab Ic,  all-glass,  non- lubr Seated,  pack-less,  and  non-leaking 
with  respect  to  the  outside  atmosphere. 

Valve  functions  are  satisfied  by  use  of  breakscols,  by  '11-glass 
valves,  and  by  final  seal-off.  Since  contaminants  are  evolved 
under  the  intense  heat  required  for  seal-off,  the  use  of  this 
method  has  been  restricted  to  the  one  instance  where  no  other 
method  can  be  used;  namely  when  the  conductivity  cells  containing 
the  purified  solution  are  separated  from  the  vacuum  system.  Each 
seal-off  region  is  isolated  from  the  rest  of  the  sample  preparation 
system  to  prevent  contamination  of  other  cells  by  the  seal-off 
products.  In  practice  there  is  a  bank  of  five  units,  each  unit 
consisting  of  a  5.et  of  two  conductivity  cells  serviced  by  one 
condenser  which  is  connected  to  and  isolated  from  the  ammonia 
purification  system  by  a  freeze  valve.  Thus,  if  excessive  con¬ 
tamination  is  produced  during  seal-off  of  one  cell,  this  will 
affect,  L  most,  a  second  cell. 

I.laen  .a  transfer-free  closure  is  needed,  the  freeze  valve  is  used. 
This  valve  is  constructed  in  the  torn  of  a  capillary  U-tube. 

'/hen  closure  is  desired,  ammonia  is  condensed  in  the  U-tubc  with 
liquid  nitrogen.  This  solid  ommoni  plug  can  be  pumped  to  10  J  mm. 
On  several  occasions  when  conductivity  cells  have  been  snapped 
off  accidently,  the  sudden  introduction  of  the  atmosphere  did 
not  produce  a  detectable  change  on  a  discharge  gauge  on  the  other 
side  of  the  freeze  valve. 
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For  less  critical  opp 1 icat ions,  c  ground  glass  check  valve  oper¬ 
ated  by  an  external  magnet  is  used.  The  magnet  interacts  with 
an  iron  slug  sealed  inside  the  gloss  check  valve.  One  end  of 

am  *\ 

this  valve  can  be  pumped  to  10  mm  when  the  other  end  is  at 
atmospheric  pressure. 

The  sodium  used  for  purification  of  a.mmonia  and  for  sample  prepar¬ 
ation  is  prepared  by  triply  distilling  commercial  bars  of  metallic 
sodium.  Most  sources  contain  liquid  hydrocarbon  contaminants. 
Liquid-free  99. 99$  sodium  appears  to  have  adequate  purity  after 
triple  distillation;  whereas,  sodium  under  hydrocarbons  requires 
more  rigorous  purification. 

Metallic  sodium  has  also  been  prepared  from  mult iply-recn/Stal I ued 
sodium  nide,  the  sodium  being  produced  on  heating  the  aaide  in 
vacuum. 

NaN^  =  Ma  +  1  !/2N2 

The  sodium  so  prepared  is  an  excellent  catalyst,  solutions  pre¬ 
pared  with  it  decomposing  at  dry  ice  temperatures.  This  catalytic 
behavior  dis'ppears  after  multiple  distillation  of  the  sodium. 

In  the  ammonia  purification  process,  tank  ammonia,  Matheson 
Company,  Inc.,  99.99$  minimum,  is  condensed  outside  of  the  oven 
over  metallic  sodium  and  allowed  to  reflux.  Further  purification 
is  completed  inside  a  bakeable  vacuum  system  (figure  1 ).  Outside 
the  oven,  standard  components  such  as  greased  glass  stopcocks, 
Vitron-A  glass  vacuum  needle  valves  and  liquid  nitrogen  traps 
are  used.  Inside  the  oven,  gl ass  is  the  only  material  that  can 
come  in  contact  with  sodium  or  ammonia  in  the  liquid  or  the 
gaseous  states.  After  refluxing,  the  ammonia  is  distilled  and 
the  central  fraction  collected  in  a  bakeable  vacuum  fractionating 
column  inside  the  oven.  After  refluxing,  the  central  fraction  is 
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collected  in  a  second  fractionating  column.  The  ammonium 
obtained  after  refluxing  and  rejection  of  the  initial  fraction 
is  used  to  prepare  the  samples. 

The  freeze  valves  connecting  the  emmonia  purification  system  to 
the  sample  preparation  system  arc  then  cooled  with  liquid  nitro¬ 
gen.  A  breakseal  between  the  purified  ammonia  and  the  fre, — e 
valves  is  now  broken  and  ammonia  is  condensed  in  the  freeze 
valves,  thereby  isolating  each  pair  of  conductivity  cells  from 
the  other  pairs.  Encapsulated  urified  sodium  samples,  located 
between  condensers  and  conductivity  cells,  are  then  opened  and 
distilled  onto  the  walls  under  hiah  vacuum.  After  this,  one 
freeze  valve  at  a  time  is  opened  and  ammonia  is  liquified  by 
the  condenser  above  the  pair  of  cells.  The  condensed  ammonia 
then  washes  the  sodium  off  the  walls  into  the  conductivity  cells. 
The  lov/er  part  of  the  partially  filled  cell  is  immersed  in 

liquid  nitrogen,  the  freeze  v'lve  refrozen,  the  section  pumped 
-5 

to  10  mm,  the  cell  sealed  off,  the  sea  I -off  annealed,  ;nu 
the  cell  stored  in  dry  ice. 
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2.2  CONTAINMENT 


Studies  in  liquid  ammonia  solutions  from  -78  to  +50°C  havo  often 
been  carried  out  in  Faraday  or  ammonia  tubes  which  arc  V-shaped 
tubes  with  a  stopcock  at  the  V.  Dccausc  stopcocks  require 
lubricants,  i.c.,  foreign  materials,  we  ruled  out  use  of  these 
tubes  as  high  temperature  cells.  Instead,  we  adopted  the  tech¬ 
nique  often  used  to  contain  supercritical  fluids.  Generally, 
heavy  walled  glass  tubes,  half  filled  with  liquid  and  sealed 
off,  have  been  used  to  contain  hot  gases  under  temperatures  and 
pressures  more  extreme  than  those  required  for  the  containment 
of  sodium-ammonia  solutions.  For  example,  Kistiakowsky  used 
quart:,  tubes  to  contain  pressures  of  about  300  atmospheres  at 
300°C  (28  KIS).  In  contrast  to  this  usually  adequate  behavior 
of  glass,  however,  the  performance  of  glass  for  the  containment 
of  hot  dense  sod ium-ammon ia  fluids  has  been  unsatisfactory. 

Although  the  usual  cause  of  failure  of  glass  tubes  containing 
dense  gases  is  mechanical  failure  arising  from  inadequate 
annealing  of  the  glass,  we  feel  our  problems  have  arisen  from 
other  causes.  For  example,  not  only  have  we  been  very  careful 
in  annealing  the  pyrox;  but  we  havo  also  tried  using  quartz, 
in  which  the  strain  problem  is  less  significant  than  with  pyrex. 
V/c  found  that  neither  the  careful  annealing  of  pyrex  nor  the 
use  of  quartz  eliminated  the  difficulty. 

Another  source  of  strain,  inhomogenc i ty  of  glass  in  the  seal-off 
region,  was  the  cause  of  many  failures.  Frequently,  there  was 
sufficient  sodium  deposited  on  the  walls  in  the  seal -off  region 
to  react  with  the  glass  during  seal-off  and  to  weaken  the  glass 
cell  seriously.  This  problem  has  been  elimin'teJ  by  .1  ka  -  :  jf 

the  cells  under  vacuum.  One  consequence  of  this  treatment  is 
that  the  solutions  flow  down  the  walls  freely  without  leaving 
appreciable  amounts  of  deposits. 
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The  mechanical  strength  of  the  glass  is  influenced  by  microcracks 
on  the  surface,  these  crocks  acting  as  stress  multipliers  (20  GRl) 
(60  KOll)  (6l  BEZ).  The  strength  of  glass  may  be  increased  by  as 
much  as  a  factor  of  ten  by  using  a  hydrofluoric  acid  wash  which 
removes  the  surface  layer.  In  addition  to  removing  surface 
microcracks,  this  treatment  has  the  additional  benefit  of  re¬ 
moving  sorbed  surface  layers  of  *'lknli  hydrates,  which  form  on 
exposure  of  glass  to  the  atmosphere  (this  layer  being  the  prin¬ 
cipal  source  of  prolonged  outgasing  during  bake-out  under  pumping). 
No  improvement  resulted  from  use  of  the  hydrofluoric  acid  wash. 

A  fourth  source  of  strain  is  the  presence  of  internal  pressures 
of  hundreds  of  atmospheres  inside  the  cells  at  elevated  temper¬ 
atures,  which  set  up  stresses  in  the  glass.  These  stresses 
weaken  tite  glass,  since  glass  under  tension  is  mechanically 
weak.  .>inco  glass  under  compression  is  strong,  external  pres- 
sur i  .at ion  lias  been  introduced;  however,  this  has  not  provided 
a  complete  solution  to  the  ruoture  problem. 

Besides  mechanical  effects,  strain  reduces  resistance  iO  chemical 
attac...  Tnus,  Holley,  Neff,  "oiler  and  Hinslow  (62  HOL)  report 
tiiat  pyre;;  exposed  to  cesium  vapor  at  kOC^C  for  2h0  hours  is 
badly  attacked  at  the  strain  points.  In  addition,  the  regions 
where  glass  has  boon  blown  appear  to  be  more  suseptiblo  to  "ttack. 
Vycor,  after  exposure  to  cesium  vapor  for  one  hundred  hours  at 
luK.  C,  is  i  ractured  due  to  attack  at  joints;  and  aluminum  boro- 
silicate  glass,  after  fifty  hours  at  this  temperature,  is  found 
to  be  slightly  oxidized  at  joints.  Thus,  it  is  possible  that 
the  most  deleterious  effect  of  strain  is  not  the  reduction  in 
the  mechanical  strength  of  the  glass,  but  the  reduction  in  resis¬ 
tance  to  chemical  attack. 

The  following  glasses  are  presently  under  evaluation  for  usability 
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The  mechanical  strength  of  the  glass  is  influenced  by  microcracks 
on  the  surface,  those  cracks  acting  as  stress  multipliers  (20  GRI) 
(60  KOI  I )  (6l  GEZ).  The  strength  of  glass  may  be  increased  by  as 
much  as  a  factor  of  ten  by  using  a  hydrofluoric  acid  wash  which 
removes  the  surface  layer.  In  addition  to  removing  surface 
microcracks,  this  treatment  has  the  additional  benefit  of  re¬ 
moving  sorbed  surface  layers  of  -'lkali  hydrates,  which  form  on 
exposure  of  glass  to  the  atmosphere  (this  layer  being  the  prin¬ 
cipal  source  of  prolonged  outgasing  during  bake-out  under  pumping). 
No  improvement  resulted  from  use  of  the  hydrofluoric  acid  wash. 

A  Fourth  source  of  strain  is  the  presence  of  internal  pressures 
of  hundreds  of  atmospheres  inside  the  cells  at  elevated  temper¬ 
atures,  which  set  up  stresses  in  the  glass.  These  stresses 
weaken  the  glass,  since  glass  under  tension  is  mechanically 
weak.  ,>incv_  glass  under  compression  is  strong,  external  pres¬ 
surization  has  been  introduced;  however,  this  has  not  provided 
a  compl  C  LC  solution  to  the  rupture  problem. 

Desides  mechanical  effects,  strain  reduces  resistance  to  chemical 
attacx.  To, us,  Holley,  Neff,  '..'oiler  and  Winslow  (62  HOL)  report 
that  pyre;:  exposed  to  cesium  vapor  at  400°C  for  240  hours  is 
b cl  1  y  attacked  at  the  strain  points.  In  addition,  the  regions 
whore  glass  has  been  blawn  appear  to  be  more  suseptible  u  ■'ttack. 
Vycor,  after  exposure  to  cesium  vapor  for  one  hundred  hours  at 
400  C,  is  fractured  due  to  attack  at  joints;  and  aluminum  bor >- 
silicate  glass,  after  fifty  hours  at  this  temperature,  is  found 
to  be  slightly  oxidized  at  joints.  Thus,  it  is  possible  that 
the  most  deleterious  effect  Oi  Scr'in  is  not  the  reduction  in 
the  mechanical  strength  of  the  glass,  but  the  reduction  in  resis¬ 
tance  to  chemical  attack. 


The  following  glasses  are  presently  under  evaluation  for  usability 


as  cell  materials  at  elevated  temperatures. 


Py  rex 
Pjuartz 

Uranium  Glass 
/.  1  i n;.  s  i  1  icate 
Kovar  Scaling  Glass 


Corning  Code  No.  7JhQ 

Engelhard  Industries;  General  Electric 

Corning  Code  No.  3320 

Corning  Code  No.  1720 

Corning  Code  No.  7032 


So  far,  the  behavior  of  quartz  has  been  similar  to  pyrex.  One 
glass,  Corning  No.  7052,  has  exhibited  relatively  poor  strength. 
Another,  Corning  No.  1723,  is  difficult  to  work  with  and  to  seal 
after  filling  with  solution.  ,\  suitable  glass  must  exhibit 
resistance  to  chemical  attack  (i.c.,  to  rupture)  and  must  not 
affect  solution  lifetimes  (i.c.,  be  non-cata ly t  ic  and  produce 
no  soluble  contaminants). 


It  is  felt  at  this  time  that  chemical  attack  of  the  hot  solutions 
may  be  the  prime  source  of  the  containment  difficulty.  It  has 
been  found  that  with  concentrated  solutions  rupture  occurs  at 
lower  temperatures  than  with  the  dilute  ones.  Use  of  external 
pressurization  mitigates,  but  does  not  entirely  solve  the  rupture 
problem.  The  complete  external  pressurization  assembly  is  shown 
in  f igure  3. 
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2.3  ELECTRICAL  CONDUCTIVITY  MEASURING  SYSTEM 


The  conductivity  measuring  system  was  designed  so  that  glass  would 
be  the  only  foreign  material  in  contact  with  the  solutions.  Two 
types  of  inductive  electrical  conductivity  measurement  techniques 
were  evaluated,  one  with  solutions  in  straight  tubes  of  glass  and 
the  second  in  toroids.  From  the  viewpoint  of  accuracy,  the 
toroidal  technique  proved  to  be  superior  and  was  adopted. 

The  sodium-ammonia  solutions  arc  contained  in  conductivity  cells 
having  a  toroidal  end  (figure  2).  A  coil  is  wound  about  a  ferrite 
torus,  which  is  linked  through  the  conductivity  cell  torus,  which 
is  linked  in  turn  through  an  output  ferrite  torus  with  a  coil 
wound  about  it.  An  input  signal  induces  a  current  in  the  con¬ 
ductivity  cell  torus  which  induces  a  current  in  the  output  coil. 

The  assembly  inside  the  bomb  is  shown  in  figure  L.  An  internal 
heater  is  located  parallel  to,  but  below  the  conductivity  cell, 
and  an  external  heater  is  placed  on  the  outside  of  the  bomb. 

The  transfer  function  across  the  system  is  dependent,  not  only 
on  the  geometry  and  conductivity  of  the  sample,  but  also  on  the 
frequency  or  the  measuring  signal.  For  each  range  of  c<_l  1  resis¬ 
tances,  there  is  an  optimum  i requency  range  for  maximum  sensitivity 
and  'fcnr  c;  ,  F  r  tfxSv.  re"  s  .ns.  ;!■ .  ~fpr_.ximatu  c  n'.x.i  •  ity  f 
the  so  1  iK  i on  torus  is  determined  'nd  the  correct  frequency  used 
for  that  sample,  as  in  t-blc  I  . 

The  conductivity  measuring  system  is  calibrated  with  toroids 
fabricated  accurately  either  with  liquid  mercury  or  solid  resis¬ 
tive  materials  or  with  toroids  which  include  fixed  resistors  or 
resisLancc  boxes  in  their  circuits.  /hen  calibrating  the  system, 
these  toroias  are  placed  between  the  ferrite  toroids  in  tiie  position 
normally  occupied  by  the  conductivity  ceils.  The  transfer  functions 
for  the  liquid  and  solid  toroids  are  in  quantitative  agreement  with 
each  other. 
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3.  VALIDATION  AND  TREATMENT  OF  EXPERIMENTAL  DATA 

Initial  effort  has  been  on  the  removal  of  causes  that  prevent 
the  data  from  being  reproducible.  In  addition,  it  has  been 
necessary  to  detect  when  spurious  effects  arc  occurring,  and 
to  cither  eliminate  these  effects  or  to  discard  the  data  when 
such  effects  are  present.  The  limits  of  accuracy  attainable  in 
the  absence  of  spurious  effects  have  also  been  establ islicJ.  The 
principal  troublesome  effects  have  been  decomposition  of  solutions, 
instrumental  malfunctioning,  and  erratic  behavior  near  the  criti¬ 
cal  point. 
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3.1  REPRODUCIBILITY  OF  THE  DATA 

In  order  to  establish  the  validity  of  the  experimental  data,  it 
is  essential  to  establish  whether  or  not  the  conductivity  data 
arc  reproducible.  In  more  recent  high  temperature  runs,  samples 
have  been  cooled  occasionally  during  the  heating  cycle  to  deter¬ 
mine  whether  or  not  measurable  decomposition  has  taken  place. 

The  heating  system  has  been  modified  so  that  small  temperature 
drops  can  be  produced  rapidly  when  desired.  In  addition  to 
dropping  the  temperature  at  intervals  to  detect  when  measurable 
decomposition  of  the  solution  has  started,  the  temperature  is  also 
dropped  whenever  there  is  a  sudden  change  of  conductivity,  to  see 
whetner  decomposition  is  associated  with  the  change.  In  figure  5, 
recent  reproducibility  data  are  shown  for  two  samples  which  were 
each  heate-j  throe  separate  times.  There  is  no  detectable  change 
in  conductivities  produced  by  these  heatings,  confirming  that  it 
is  possible  to  make  high  temperature  conductivity  measurements 
under  reproducible  conditions  to  at  least  +I30°C.  Behavior  of 
data  in  runs  such  as  10-30-p  (<  igcre  3)  indicate  that  reproducible 
data  have  been  achieved  at  temperatures  of  l65°C. 
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3.2  ER.V.TIC  BEHAVIOR  OF  THE  SOLUTIONS 

In  earlier  experiments,  the  c  nductivity  cells  were  fabricated 
from  heavy  welled  pyrex  capillary  and  tested  in  the  atmos.-hero 
behind  glass  barricades.  Vigorous  turbulence  was  often  observed 
just  be iow  Lhe  critical  points;  ;t  the  same  time,  the  conductivity 
data  beer ,,i. a  erratic,  varying  by  as  much  as  a  factor  of  ten  over 
a  peri  J  few  minutes.  Effects  of  this  turbulence  are  often 

observes  in  the  more  recent  experiments  in  which  the  conductivity 
cells  are  externally  pressuri  of  in  -  bomb.  Results  of  this 
turbulence  re  indicated  in  r i jure  .  Bubbles  appeared  in  the 
capillary  at  the  same  time  that  sudden  increases  in  solution 
resistance  ccurred.  This  pro'  iern  has  been  eliminated  bv  use 
of  i'rgor  Inmotor  tubing  when  the  external  pressuri  at  ion  Lamb 
i  s  use  .. 
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3-3  INSTRUMENTAL  MALFUNCTIONING 


Because  or  the  corrosiveness  of  the  solutions*  there  hove  been 
many  difficulties  with  instrumentation.  When  cells  at  temper¬ 
atures  of  150  to  200  C  rupture*  the  sodium-ammonia  solutions  are 
released  and  react  with  the  instrumentation  in  the  interior  of 
the  bomb.  Dad  junctions  or  even  electrical  open  circuits  ere 
often  produced.  Hence*  the  system  is  now  cleaned  and  checked- 
out  aiter  each  run.  Whenever  the  check-outs  arc  unsat isfactory* 
the  wiring  is  corrected. 

jince  tailurcs  also  occur  occasionally  during  runs  on  the  systems 
that  check-out  sat isfactor i  ly*  a  device  was  installed  for  calibra¬ 
ting  the  conductivity  measuring  fixture  at  high  temperatures  and 
pressures  while  the  run  is  in  progress.  This  external  calibrator 
consists  of  a  wire  torus  which  is  electrically  parallel  to  the 
conductivity  cell  torus  and  which  is  connected,  through  a  switch* 
to  an  external  resistor,  '/lien  the  switch  is  open,  the  torus 
circuit  is  open;  when  the  switch  is  closed,  the  torus  is  closed 
through  the  external  resistor. 
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i.k  CONDUCTIVITY  MEASURING  TECHNIQUE 


The  purpose  of  the  reduction  of  the  dote  is  to  determine  the  specific 
conductivity  of  the  solution,  ,  as  a  function  of  the  temperature, 
t,  and  the  mole  fraction  of  sodium,  Xg.  The  steps  in  the  process  for 
calculating  g*  are: 

(i)  calibration  of  the  conductivity  measuring  system 

(ii)  cal ibrat ion  of  conductivity  cell 

(iii)  measurement  of  the  solution  resistances  and 
temperatures. 

The  conductivity  measuring  system  is  calibrated  with  ter~iJ;mado 
from  solid  materials  (secondary  standards)  and  from  liquid  mercury. 
Use  of  liquid  mercury  t~r  i  's  provides  additional  confidence  in 
the  general  conductivity  measuring  technique  since  mercury,  like 
the  sodium-ammonia  solutions,  is  a  liquid  conductor.  In  addition, 
the  mercury  t  r  ids  are  carefully  constructed  and  calibrated  for 
use  as  primary  standards.  The  calibrations  based  on  the  solid 
resistors  agree  quantitatively  witli  tlvose  for  the  mercury  l  ,>r  ids. 

The  purpose  of  calibrating  the  conductivity  rail  is  to  establish 
the  ratio,  C,  of  the  resistance  of  a  solution  in  the  cell  torus 
to  its  resistivity.  The  following  techniques  have  been  used  to 
calibrate  the  conductivity  cells: 

(i)  Geometrical 

The  cell  constant  is  equal  to  the  total  length 
of  the  torus  divided  by  the  cross-sectional  area 
of  the  glass  tubing.  Because  the  cells  are  glass- 
blown,  there  arc  many  irregularities  in  the  torus, 

so  that  this  mot'i.  1  f  measuring  the  cell  c  nstant 
is  less  OCCIT'b. 
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(ii)  Direct  Current  Plunger 

A  plunger  is  inserted  into  the  cell,  blocking 
electrical  continuity  in  the  torus.  The  blocked 
torus  is  filled  with  mercury  and  the  direct  cur¬ 
rent  conductivity  measured.  The  cell  constant 
is  the  ratio  of  the  resistance,  corrected  for 
the  presence  of  the  plunger,  to  the  resistivity 
of  mercury. 

(iii)  Inductive  Method  Using  Liquid  Mercury 

The  cell  is  filled  with  mercury  and  the  resistance 
measured  inductively.  The  cell  constant  is  the 
ratio  of  this  resistance  to  the  resistivity  of 
mercury.  The  highest  accuracy  is  attainable 
with  this  method.  Since  the  conductivities  of 
the  solution  and  mercury  in  the  same  cell  ora 
both  measured  with  the  same  technique,  one 
obtains  the  ratio  oF  conductivities  of  solution 
to  mercury  directly.  The  transfer  function 
constant  cancols  out  rather  than  contributing 
an  error  in  the  final  determination  of  the 
solution  conductivities. 

A  numbar  of  operational  procedures  have  been  used  to  calibrate 
the  conductivity  fixture  and  to  measure  the  solution  resistances. 

In  the  calibration  procedure,  known  toroidal  resistors  are  placed 
through  the  two  ferrite  cores,  and  the  transfer  functions  measured. 
Then  a  conductivity  cell  is  placed  in  the  fixture,  and  the  transfer 
functions  measured  again.  The  ratio  of  transfer  functions  of  cell 
to  standard  ore  equal  to  the  ratios  of  their  resistances.  The 
following  procedures  have  been  used: 

0)  Initially,  a  graphical  technique  was  used.  The 
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output  voltage,  V°,  is  plotted  against  the  toroidal 
resistance,  R,  at  constant  input  voltage,  V1,  and 
frequency,  V  . 


(2) 


Next,  the  fact  that 
(the  V°  technique). 


V' V  i 


is  constant  was  used 


0)  More  recent ly,  the  external  calibrator  has  been 

used.  This  places  a  torus  with  a  known  resistance 
in  parallel  (electrically)  with  that  of  tlie  solu¬ 
tion  torus. 


(i|)  In  addit  ion,  a  figure-eight  torus  has  been  used 

such  that  the  current  it  transfers  is  in  opposition 
to  that  transferred  by  the  conductivity  cell.  A 
minimum  or  null  output  results  when  the  two  resis¬ 
tances  become  equal. 
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Use  or  the  graphical  technique  was  dropped  in  spite  of  Its  ob¬ 
vious  advantage  that  over  a  small  resistance  range  it  can  give 
greater  accuracy  than  the  other  techniques.  Its  principal  dis¬ 
advantages  are  that  the  voltage  resistance  function  becomes  two 
valued  ana  the  sensitivity  is  reduced  when  the  resistance  becomes 
either  relatively  large  or  small.  Thus,  It  could  not  be  used  to 
calibrate  conductivity  cells  filled  with  liquid  mercury  or  with 
concentrated  sodium-ammonia  solutions.  For  these  reasons,  we 
examined  the  behavior  of  the  conductivity  measuring  system  ex¬ 
perimentally,  and  developed  the  V  method. 

o 

/ii.hin  small  ranges  of  resistance  at  an  optimum  frequency  which 
is  a  iunc.ion  oi  the  resistance,  the  output  voltage  is  directly 
proportional  to  the  reciprocal  of  the  resistance  of  the  torus. 

This  method  proves  to  be  convenient  in  practice,  because  a  min- 
irv*m  of  data  processing  is  involved.  The  output  voltages  are 
ploL.ej  directly  as  functions  of  temperature,  then  the  ordinate 
scale  ! s  soil  ted  once.  On  the  new  scale  we  now  have  specific 
wcr.ouct  ivity  as  a  function  of  temperature. 

1  rc  r:os‘:  important  difficulty  associated  with  the  Vq  technique 
is  that  the  optimum  frequency  shifts  during  the  run  since  the 
resistance  of  the  solution  changes.  For  most  cases,  this  change 
'n  re;;iSl-anCG  at  constant  frequency  may  lead  to  an  error  of  less 
than  1  or  Zp  in  specific  conductivity.  It  is  possible  to  remove 
this  source  of  error  by  determining  the  optimum  frequency  at  each 
temperature;  however,  this  Is  not  feasible  because  of  the  excessive 
1  10  iL  Laicc::  to  determine  the  optimum  frequency.  This  is  especi¬ 
ally  c  ,  rob  1 em  at  elevated  temperatures  when  the  time  to  carp/  out 
the  experiment  is  seriously  restricted. 


Anorner  difficulty  with  the  technique  is  that  when  peculiar 
3i  feces  arise,  one  cannot  always  distinguish  between  real  and 
spurious  effects.  In  fact,  the  external  calibrator  technique  was 
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developed  because  on  one  run  the  output  voltage  sudden!/  dropped 
indicating  either  that  the  glass  coll  had  ruptured  or  that  the 
solution  had  decomposed  completely,  './hen  the  bomb  was  cooled 
and  opened,  it  was  found  that  the  cell  was  intact  and  the  solu¬ 
tion  was  dark  blue.  What  had  happened  was  that  there  had  been  an 
instrumental  failure  within  the  bomb.  The  external  calibrator 
was  developed  and  installed  so  that  we  could  calibrate  the 
conductivity  measuring  system  during  operation.  This  device  has 
proved  invaluable  for  distinguishing  between  instrumental  failures 
and  other  effects. 


Another  r^al  advantage  of  the  external  calibrator  is  that  it  is 
not  directed  by  small  shifts  in  calibration  in  the  conductivity 
measuring  system  as  the  temperature  is  changed.  The  external 
caliorator  has  a  disadvantage  in  that  the  optimum  frequency  for 
the  conauct i v i ty  cell  is  different  than  that  for  cell  plus 
calibrator.  However,  in  evaluating  this  experimentally,  it  has 
been  found  that  this  situation  generally  does  not  produce 
noticeable  effects. 


A  null  technique  has  also  been  used,  in  which  a  figure-eight 
external  calibrator  torus  is,  lac.,  :nc ipar~ 1  lei  (electric* 1 ly) 
to  t..i  solution  torus.  Hence  the  power  transferred  from  one 
ferrite  torus  to  the  other  by  the  null  torus  opposes  that  trans¬ 
ferred  by  the  solution  torus,  ./hen  this  technique  has  been  used, 
the  output  voltage  is  minimi  ed  •..•hen  the  resistance  of  the  ex¬ 
ternal  null  torus  is  approximately  equal  to  that  of  the  standard 
calibration  torus;  the  output  vol tage,  however,  is  still  relatively 
largu.  Tnc  dif, iculty  with  this  technique  has  been  that  it  re¬ 
quires  a  large  amount  of  time  to  collect  the  requisite  data.  The 
advantage  is  that  it  is  accurate  even  if  the  frequency  is  not 
optimal  but  close  to  optimal. 
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In  practice,  the  following  two  techniques  are  used  simultaneously. 
When  the  external  calibrator  technique  is  being  used,  the  data 
automatically  apply  to  the  VQ  technique,  so  that  a  single  set  of 
data  can  be  reduced  using  both  approaches.  Generally,  the  agreement 
between  the  two  techniques  is  within  a  few  percent. 


3.5  REDUCTION  OF  OATA 


The  equations  used  for  data  reduction  will  be  summarized  since 
they  are  needed  for  the  error  analysis  that  follows.  The 
calibration  of  conductivity  ceils  is  made  to  determine  the 
cell  constant,  C,  where  C  =  R. 

.  ,  t. 

(a)  geometrical:  C  =  ^  — — 

•  tA . 

I  I 

For  the  glass  cells  the  approximation  has  been  made 
that  C  =  1/ A  where  i  is  total  toroidal  path  length 
and  A  is  the  internal  diameter  of  the  glass  from.whrch 
the  cell  is  fabricated.  For  the  precision  plastic 
!!g  cells,  i  and  /,  are  measured  accurately;  the  only 
significant  errors  are  due  to  the  presence  of  the  four 
corners  formed  from  the  intersections  of  the  cylinders 
of  the  rectangular  toroids. 

(b)  Direct  Current  Plunger  (current-potent ial  method) 
us ing  mercury 

R  -  (I  +  •>)  E/  1  »  C/  (Hg) 

where  Q  is  the  correction  term  for  the  presence  of  the 
plunger. 

lc )  Inductive  Method  lining  iiercury 

R  =  BV  -V~  =  Ur  (Hg) 

v° 

wiiere  B  is  the  exper imcntal ly  determined  constant  for 
the  conductivity  measuring  system. 
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The  conductivity  measuring  system  is  calibrated  as  follows: 

0 )  The  Graphical  Technique 

The  output  voltage  is  measured  and  plotted  as  a  function 
of  toroidal  resistance  at  fixed  frequency  and  input 
vol tage. 

(2)  Tiie  V°  Technique 

••  number  of  toroids  of  i!g  or  of  solid  resistors  are 
placed  in  the  fixture  and  V1,  V°,  0/  measured  as  functions 
of  <%/  . 


••to  have  three  separate  conductivity  measuring  fixtures, 
each  made  with  the  same  ferrite  materials,  type  of 
shielding  and  number  of  turns  of  coil  wound  on  the 
ferrites.  The  values  of  [3  for  the  three  fixtures  differ 
by  less  than  2;i. 

Inc  resistances  of  the  solutions  in  the  toroids  have  been  measured 
as  foil ows : 


(1 )  Graphical 

The  output  voltage,  '°,  is  measured  at  fixed  frequency 
and  input  voltage.  Then  the  solution  resistance  is 
determined  from  the  calibration  curve  (except  for  rela¬ 
tively  large  or  small  ,1,  where  the  function  becomes 
two  valued). 
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(2)  The  V°  Method 

The  resistance  is  determined  by  measuring  V1,  V°,  V 
and  using  the  relation, 


(3)  External  Calibrator 

j  3nd  V  are  measured,  where  V  is  the  output  voltage 
when  the  external  calibrator  circuit  is  closed,  placing 
this  torus  in  parallel  electrically  with  that  of  the  solu¬ 
tion  torus.  It  is  assumed  (the  assumption  having  been 
checked  with  known  resistors)  that 

1  1  1 

7  '  :r  +  t 

ec  s 

where  R  is  the  resistance  of  the  external  calibrator 
cc 

torus  and  that  of  the  solution  torus. 

Tiie  variables  6,  a/,  V1  are  kept  constant  during  the 
process  of  connecting  and  disconnecting  the  external 
calibrator.  Hence, 

R  =11 

s 
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3.6  PROROGATION  OF  ERROR  AH, MY:  I G 

We  shall  examine  two  extreme  cases ,  namely  ones  in  which  the 
techniques  used  in  the  calibration  of  the  conductivity  calls, 
the  calibration  of  the  conductivity  measuring  system  and  measure¬ 
ment  of  the  solution  resistance  are  as  dependent  on  each  other 
as  possible  and  then  as  independent  as  possible.  These  two 
extremes  will  be  examined  with  respect  to  the  specific  conducti¬ 
vity  oi  solutions  at  20°C,  the  temperature  at  which  the  fixture 
is  calibrated  as  well  as  the  base  temperature  of  the  experiments. 
Because  or  the  latter,  it  will  be  assumed  that  optimal  frequencies 
are  used. 


For  the  dependent  case  assume  that  the  cell  is  calibrated  induc¬ 
tively  with  mercury  then 


C 


/  (>)  (3 


V°  H9 


When  in  solution  is  placed  in  the  same  cell,  the  resistance  of 
the  solution  is  given  by 


R 

s 


(3 /••”-) 

.o'; 


and  the  specific  conductance  of  the  solution  by 


tT' 


Then, 


(  *) 

v°  s 
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The  error,  (c.  (T/cT  )^g,  is  negligible  compared  to  the  errors  in 
voltages  and  frequencies.  The  measuring  instruments  need  only 
provide  correct  ratios,  e.g.,  -v  (Hg)/Vs,  rather  than  absolute 
values.  Hence,  the  following  treatment,  that  of  using  the  errors 
of  the  individual  terms  rather  then  of  the  ratios,  is  conservative. 


(S_2k)=  ^  *(  y:)2  ♦  b(  —  )2. 

The  more  independent  case  will  now  be  examined.  The  cell  is 
calibrated  non- induct i vely,  the  conductivity  system  is  calibrated 
by  the  V°  method  and  the  measurements  made  using  the  V°  method. 
Then 


*1 


=  C/R 


s 


R  =  BV  - and  II 
s  vo  c 


so  that 


1 


(r-)2 


The  error  in  this  approach  is  greeter  than  in  the  previous  one 
because  of  the  presence  of  two  additional  terms,  one  involving 
the  error  of  the  coll  calibration  and  the  other  the  error  of  the 
values  or  the  resistances  of  toroids  used  for  calibration.  For 
this  reason,  the  inductive  method  of  calibration  of  the  conductivity 
cells  has  been  used  ever  since  we  were  able  to  extend  the  range  of 
the  inductive  measuring  technique  to  low  resistances. 
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In  addition  to  the  accuracy  of  the  determination  of  specific  con¬ 
ductivity,  we  arc  also  interested  in  that  of  the  function,  E^,  which 
is  defined  by 


d  In  C 
d  0 

where  R  is  the  gas  constant 

g  . 

and  0  is  the  reciprocal  of  the  absolute  temperature,  °l(  . 


Let  us  assume  that  the  cell  constant,  C,  is  constant  over  the  range 
of  temperatures  and  pressures  used;  also,  that  the  frequency, V  , 
and  the  input  voltage,  V1,  ore  kept  constant  during  the  run.  The 
conductivity  measuring  system  constant,  B,  will  vary  with  the  temper¬ 
ature  for  two  reasons,  the  electrical  characteristics  of  the  system 
itself  arc  slightly  temperature  dependent  and  the  frequency  becomes 
non-cptinal  as  the  solution  resistance  varies  with  temperature. 

If  the  V°  method  is  used, 


and 


<T 


C 

V  V 


.  .  B 
d  In  — 

w° 


If  the  external  calibrator  method  is  used,  the  error  in  B  is  due 
only  to  the  frequency  effect,  since  both  B°  and  B+  are  at  the  same 
temperature. 

(T=  £ _ f. _ 

R  do  , 

ec  !_  v+  .  v° 

8+ 
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and 


d  In 


£  v+  -  v° 

B 


d  e 


It  is  immediately  apparent  from  a  comparison  of  the  equations  for 
with  those  for  <r  ,  that  the  most  important  sources  of  error 
are  different  for  £  *T\  than  for  the  specific  conductivity.  The 
relative  errors  in  E  ^  are  respectively 


anc 


v  E. 


(  -V1  )2  +  (  s  In 


i  B 

In  — 


d  In  6 


*•  c 

C  c  o  p 


B°  V+ 


<4^ 


+  (  &  in 


B  V 


d  In  S 


jIc  hove  expanded  the  last  term  on  the  right  for  the  V°  method  and 
mode  estimates  of  the  component  errors,  deducing  the  following  value 


The  error  equation  for  E0  for  the  external  calibrator  method 
contains  only  ratios  of  B's  and  of  voltages.  The  B's  for  each 
set  of  ratios  are  at  the  same  temperature.  Each  pair  of  voltages 
are  read  one  after  the  other  on  the  same  scale  of  the  meter.  Hence 
the  error  in  E^  for  the  external  cal ibrator  method  is  less  than 
for  the  V°  method. 
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4.  EXPERIMENTAL  RESULTS 


Initially  the  program  was  concerned  with  finding  out  whether  use¬ 
ful  plasma  lifetimes  could  be  realised  with  gaseous  sodium-ammonia 
solutions.  Next,  several  materials  studies  were  carried  out.  The 
first  or  these  studies,  that  with  silane  films,  was  designed  to 
see  whether  we  could  use  metal  containers  and  electrodes.  The 
lack  or  positive  results  forced  us  to  use  glass  containers,  which 
proves  to  be  only  partially  satisfactory  at  elevated  temperatures. 
Because  r  the  use  of  glass,  it  became  necessary  to  use  in  induc¬ 
tive  technique  for  measuring  conduct iv i t ios .  We  were  then  able 
to  obtain  reproducible  conductivity  data  at  temperatures  't  least 
as  high  as  H>5°C. 


4.1  LIFETIMES 


When  the  program  was  initiated,  the  only  information  in  the 
1  itorature  on  sod ium-ammon ia  solutions  in  the  gaseous  state 
was  that  of  Hannay  and  Hogarth  (30  HAH),  who  succeeded  in  pro¬ 
ducing  a  gaseous  solution  for  a  few  seconds.  The  first  question 
that  had  to  be  answered  in  our  rogram  was  whether  useful  life¬ 
times  could  be  attained  in  the  gaseous  state.  The  approach  we 
used  was  predicated  on  the  assumption  that  impurities  ware  the 
cause  or  the  short  lifetime  obtained  by  Hannay  and  Hogarth.  In 
cur  program,  longer  and  longer  gaseous  lifetimes  were  attained 
as  experimental  techniques  in-raved.  When  we  measured  a  lifetime 
of  52  minutes  in  the  gaseous  state  at  I45°C  before  sel f-react ion 
became  observable,  wo  then  went  on  to  the  next  phase  of  this 
program.  Vo  feel  that  we  have  n  t  reached  the  limits  of  life¬ 
times  in  the  gaseous  state  an  i  that  considorably  longer  lifetimes 
may  well  be  attainable  if  needed. 


4.2  MATERIALS 

Three  materials  studies  have  been  made,  the  first  on  coatings; 
the  second,  on  glass;  and  the  third  on  regeneration  of  solutions. 

The  purpose  of  the  first  materials  study  has  been  to  sea  if  wo 
can  find  .a  non-cata  lyt  ic  costing  for  metals  -  so  that  we  can 
place  metals  in  contact  with  the  solutions  without  catalysis. 

V/hen  practical  coatings  are  developed,  metal  containers  can  be 
used  with  the  mechanical  advant'ges  that  metals  provide.  In 
addition,  if  the  coatings  are  nan-resistive,  then  current-* 
potential  measurements  can  be  used  instead  of  inductive  techniques. 

The  ben'vior  of  silane  coatings,  prepared  from  Beckman  hesicote 
18772,  was  studied  since  similar  coatings  have  been  used  suc¬ 
cessfully  at  other  laboratories  to  reduce  catalysis  by  metals 
in  contact  with  sodium-ammonia  solutions  at  low  temperatures. 

Such  lilms  art.  prepared  by  depositing  substituted  silanes  on 
glass  and  other  materials  by  hydrolytic  action  (51  GIL). 

Adsorbed  water  on  the  surface  reacts  with  the  silane  producing 
a  film  of  p  I -/me riied  substitute'  slloxane  integrally  attached 
5Ur‘ 'co.  The  polar  Si-;)  b.nds  apparently  exhibit  an 
affinity  for  the  similarly  constituted  glass  surfaces  and  the 
organic  r-Jicals  are  directed  cutw-rd.  E.  P.  Arthur  (51  G|L) 
found  that  hydrolyzed  sii'nc  layer  does  not  impair  the  pH 
response  or  glass  electrodes  or  appreciably  increase  their 
res i Stance. 

Whenever  sil  no  coated  materials  were  placed  in  the  test  cells 
con  'ining  s^o ium-ammon i '  solutions  and  the  cells  heated,  vigorous 
bubbling  occurred  in  the  regions  of  the  silane  surfaces.  The 
solutions  in  these  regions  seemed  to  decompose  more  rapidly  than 
clswhere;  therefore,  tests  were  not  continued  at  that  time. 


35 


L 


Because  of  the  lack  of  positive  results  with  silane  films,  we 
decided  to  contain  our  solutions  in  glass.  Wa  then  found  that 
pyrex  is  not  a  satisfactory  material  at  elevated  temperatures. 

We  therefore  initiated  a  materials  study  to  find  a  way  of  cooing 
with  the  loss  in  mechanical  strength  of  glass  at  elevated  temper¬ 
atures,  whicn  is  probably  due  to  decrease  in  resistance  to  chemical 
attac.t.  ..  variety  of  glasses  and  glass  treatments  have  been  under 
continual  evaluation.  This  aspect  of  the  program  has  been  dis¬ 
cussed  in  detail  in  section  2.2. 

The  purpose  or  the  third  materials  study  was  to  see  if  metallic 
aluminum  c  n  be  used  at  elevated  temperatures  to  regenerate 
metallic  sodium  used  up  by  the  self-reaction.  The  following 
reaction  takes  place  in  liquid  ammonia  because  of  the  low  solu¬ 
bility  of  the  product  aluminum  amide: 


A1  +  3  NaNH2  -  .M(NH2)3  +  3  Na. 

In  addition  to  regeneration,  the  metallic  aluminum  and  the 
aluminum  amide  catalyze  the  self-reaction. 

'■.'hen  experiments  were  carried  out  at  elevated  temperatures  with 
aluminum  wi res  immersed  in  sodium-ammonia  solutions,  the  regener- 
ati  n  took  place  for  about  an  hour,  but  stupped  before  the  aluminum 
wire  was  completely  used  ua.  bnt  i  1  that  time,  the  rate  of  regener- 
ati  n  exceeded  that  of  the  c  t  ly  .cd  self-reaction.  It  is  possible 
that  the  emido  coated  the  surroce  of  the  aluminum,  thereby  stopping 
the  reaction.  Regeneration  wi 1 1  become  important  when  sodium- 
ammonia  gases  are  used  practical ly  on  a  sizeable  scale.  In  such 
a  case,  the  sodium-ammonia  gases  c-uld  be  cooled,  the  hydrogen 
produced  oy  the  se 1 f -react ion  pumped  off,  the  resulting  liquid 
circulated  through  an  aluminum  bed,  and  the  regenerated  solution 
pumpee  back  into  the  high  temperature  region. 
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4.3  ELECTRICAL  CONDUCT  IV  IT  I E J 

Ifc  have  measured  conductivities  at  lew  temperatures  in  order  to 
overlap  our  conductivity  temperature  data  with  the  conduct fvity 
concentration  data  in  the  literature,  which  is  at  -33.5°C.  Our 
concent  rat  ions  are  then  established  by  comparison  of  our  data  at 
-33.5  C  with  the  latter  data.  ..ltneugh  a  gas  analyzer  has  been 
installed  to  measure  chemical  compositions  of  the  scamples,  too 
many  samples  have  ruptured  at  elevated  temperatures,  eliminating 
the  possibility  thus  far  of  analyses  -fter  the  conductivity 
measurements  have  been  completed.  .Ml  concentrations  reported 
herein  have  been  obtained  from  comparison  with  the  literature 
conductivity  concentration  dot-.  The  data  in  the  literature  are 
sh  wn  in  the  left  graph  in  figure  6  and  our  low  temperature  data 
in  the  right  graph  in  the  same  figure,  as  well  as  in  Table  1. 


s  tee  temperatures  are  raised,  the  conductivities  pass  through 
maxima  at  Oo-l IO°C  in  the  case  of  dilute  solutions,  whereas, 
the  a  ..in;.,  flatten  into  plateaus  at  higher  concentrations  (figure 
7  end  Table  1 1 ). 


At  temper 'teres  above  the  me:  ima,  the  fractional  filling  of  the 
cell  .at  low  temperature  inf  I  "er.,es  the  observed  behavior  strongly. 
If  the  fractional  filling  is  too  great,  the  cell  becomes  completely 
filled  with  liquid  below  the  critical  p.int.  Examples  of  this  in 
figure  ?  ere  runs  9-5-1  A,  10-3-4..,  "-I,  10-30-2A  and  1  l-Q-1  .. 
f/hen  the  rising  liquid  fills  the  gas  region  (the  intersection  of 
this  with  the  liquid  being  indicated  on  the  curves  for  these 
runs  in  i  i_.ure  7),  the  solution  density  becomes  constant  -nd  the 

conductivity  now  rises,  instead  of  falling,  with  increasing  temper¬ 
ature. 


In  i igure  0,  the  filling  was  a op 
transition  took  place  near  the  c 


roximately  correct  so  that  the 
riticM  region.  The  pccu  1  i c r i ty 


in  the  gas  phase  data  below  the  critical  point  is  due  to  the  gas 
volume  becoming  partially  filled  with  liquid  as  well  as  to  long 
drainage  times  after  stirring.  The  temperature  at  which  gas  and 
liquid  phases  became  indistinguishable,  13^°C,  is  slightly  greater 
than  that  of  the  critical  temperature  of  the  pure  solvent  itself, 
132. 9°C.  The  gaseous  conductivity  then  remained  constant  with 
increasing  temperature. 


The  two  examples  of  runs  in  which  the  existence  of  gaseous  con¬ 
ductivities  was  unambiguous  were  runs  10-30-3  (figure  8)  and 
11-9-3  (figure  9)  with  gaseous  data  as  follows: 

G,.b£0U$  DATA 


Mole  Fraction  Conductivity,  Temperature 
Run  llo.  _ of  Sodium  mhos/cm  Range, 


roximate 
number  density 


-1 


r  ^  1  1 

°C  of  electrons,  cc 

J9 


,20 


.0-30-3  7.1  x  10  7.7  ;;  10  '  131+  -  165  7.5  X  10' 

1 1-9-3  2.53  X  10'2  ].3>!  X  102  1 1+9  -  153  2.6  X  102 

This  estimate  is  based  on  the  assumption  that  the  sodium  is  fully 
ioni.ed,  that  the  gaseous  solution  densities  are  0,3  g/'cc, 
and  that  in  the  case  of  run  11-9-3  the  drop  in  gaseous  conduc¬ 
tivity  v.ith  increasing  temperature  was  caused  by  the  onset  of 
the  self-reaction. 


Vigorous  turbulence,  which  interferes  with  the  collection  of  data  in 
the  critic  1  regions,  has  been  observed  visually  as  much  as 
30  below  the  critical  point  when  the  measurements  are  made  using 
capillaries.  The  data  for  six  samples  continued  in  7  and  0  mm 
tubing  in  the  bomb,  in  which  such  effects  were  present,  are 
shown  in  figure  9.  In  other  runs,  such  as  in  figure  8,  the 

critical  state  was  reached  wi thout  turbulence. 
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in  the  esse  of  solutions  with  intermediate  concentrations,  the 
conductivities  of  the  liquid  appear  to  plateau  at  80  to  IpO  C, 
then  to  increase  abruptly  with  increasing  temperature  to  a  new 
plateau  (figure  10).  In  these  runs,  it  was  found  that  gaseous 
conductivities  did  not  become  measurable  at  temperatures  of  up 
to  1G5°C.  It  has  not  yet  teen  established  whether  the  effects 
above  130°C  are  real,  are  due  to  subcritical  fluctuations  in  the 
liquid  state  or  are  caused  by  instrumental  failures  inside  the  bomb. 
These  effects  are  not  observed  when  a  constant  resistance  torus  is 
substituted  for  the  cell  and  heated. 
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U.b  REV  I  El/  OF  THE  CONDUCTIVITY  DATA 


It  has  been  established  in  this  program  that  reproducible  measure¬ 
ments  of  conductivities  of  sodium  ammonia  liquid  and  gaseous  solutions 
can  be  made  at  temperatures  at  least  as  high  as  l65°C.  Insofar  as 
the  data  in  tobies  I  and  II  are  concerned/'  it  has  become  practical 

*  The  sequence  of  runs  shown  in  the  tables  and  figures  is  as  follows: 

8-22-  ;  ^-5-  ;  17- 1 ;  X-15;  10-3-  ;  10-8-  ;  10-30-  ;  11-9-  ;  5-26-  ; 

b-2 6-  ;  26:  28:  29:  33. _ _ _ _ 

to  properly  check  reproducibility  only  in  our  more  recent  measure¬ 
ments,  after  we  had  modified  the  apparatus  for  this  purpose.  The 
general  behavior  of  the  earlier  runs,  however,  has  been  such  that 
we  feel  that  there  has  been  measurable  decomposition  in  at  most  only 
a  f cw  runs  below  I20°C. 

l/e  must  consider  that  the  reproducibility  of  the  earlier  data  at 
elevated  temperatures  is  generally  not  confirmed.  The  current  data 
in  runs  such  as  those  in  figure  5  ere  reproducible  and  there  is  no 
evidence  for  believing  that  decomposition  has  set  in  below  l65°C  in 
such  earlier  runs  as  in  figure  G. 

Starting  at  the  lowest  temperatures,  the  first  feature  in  the  curves 
is  the  occurrence  of  discontinuities  in  the  conductivity  temperature 
curves  at  about  -bO  C  (figure  6).  These  discontinuities  occur  primarily 
because  o>  phase  separation,  but  in  one  or  two  cases  because  of 
shrinkage  of  the  solution  such  that  a  section  of  the  torus  becomes 
partially  empty  and  therefore  more  resistive.  In  the  case  of  phase 
separation,  the  conductivity  drops  rapidly  with  decreasing  temperature 
because  of  the  changes  in  compositions  in  the  two  phase  region. 

In  the  data  from  -80  to  +20°C,  the  accuracies  of  the  temperature 
coefficients,  E^  ,  are  about  5/>.  The  accuracies  of  the  specific 
conductivities  are  limited  primarily  by  the  errors  in  cell  calibration. 


In  the  earlier  measurements,  there  may  be  sizable  errors  in  the 
system  calibration  constant,  B,  partially  arising  from  the  use  of 
non-optima  I  frequencies  A  conservative  assignment  of  accuracies 
of  specific  conductivities  might  be  an  order  of  magnitude  for  the 
earlier  measurements  and  less  than  10jo  for  the  more  recent  ones. 

At  temperatures  above  those  or  the  conductivity  maxima  (figure  7), 
it  is  possible  that  the  relative  shapes  of  the  curves  may  be 
influenced  by  the  initial  fractional  fillings  of  the  cell.  As 
the  temperature  is  raised,  solvent  evaporates,  and  the  liquie 
becomes  more  concentrated.  The  greater  the  initial  fractional 
filling  or  the  cell  by  the  solution,  the  smaller  the  relative 
change  by  this  effect  since  less  solvent  is  removed  from  a  larger 
volume  of  solution. 

Consideration  of  other  aspects  of  the  data  involves  a  considerable 
amount  of  speculation  and  is  therefore  deferred  until  the  next 
sect  ion. 
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5.  DISCUSSION 

The  three  most  important  features  of  our  data  from  which  we  can  make 
deductions  are: 

(I)  The  specific  conductivity,,^. 

In  general, 

=  SI  n.q.v. 

i 

where  n.  is  the  number  density  of  the  ith  ion  species, 
q.  is  the  charge  of  the  ith  ion  species, 
v.  is  the  mobility  of  the  ith  ion  species,  and 

it  II 

the  superscript  —  refers  to  electrons. 


The  q.  for  the  various  species  are  equal  to  Z.q',  where  Z.  is  the 
valence  Oi  the  ith  ion  species.  The  various  number  densities,  n., 
are  bounded  approximate ly  by  0<n.<  ICn*.  Except  for  the  very  dilute 
solutions  (which  have  not  been  studied  by  us),  the  mobilities  of 
electrons  are  orders  of  magnitude  greater  than  those  of  the  other 
electrically  charged  species  in  the  solutions.  Since  v*  v.  for 
all  species  and  n  q  is  at  most  only  a  little  smaller  than  n.q.  for 

i  i 

one  species,  we  may  neglect  all  terms  except  those  for  the  electrons, 
and  let  tT  =  n"q"v".  From  the  specific  conductivity,  we  can  therefore 

deduce  the  proauct  of  electron  density  and  mobility  as  a  function  of 
solution  composition,  temperature,  and  pressure. 

(2)  . 

From  the  conductivity  temperature  data  and  the  above  specific 
conductivity  relation,  it  follows  that 

_  2  _  d  I n  _  d  In  n~  d  In  v~ 

R  d  8  “  d  e  +  d  0 

where  0  is  the  reciprocal  of  the  absolute  temperature.  Unfortunately 
the  interpretation  of  the  data  is  complicated  by  the  fact  that  both 
n  and  v  are  functions  of  concentration,  temperature,  and  pressure 
in  the  sodium  ammonia  solutions. 


1 
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Implicit  equations  for  n  may  be  derived  in  the  form  of  power  series* 


V 

(L — 

i=0 


a  j  (n")  *  =  0 


where  4^2.  The  coefficients*  a.*  of  the  various  powers  of  n”  depend 
on  which  species  we  assume  to  be  present  in  the  solution. 

The  a.  are  functions  of  the  equilibrium  constants  and  a  is  in  addition 

o 

a  lunction  or  the  sodium  density.  Initially  we  are  not  planning  to 
distinguish  between  activities  and  concentrations  since  activity 
coefi icients  are  Unown  only  at  low  temperatures.  If  we  let  -l^)/R  = 
d  ln/O/e  z,  “ZJ1./R  =  d  In  K./d  6*  and  -E^/R  =  d  In  v”/d  9*  where 
,o  is  t iic  density  of  the  solution  and  K.  the  equilibrium  constant  for 
the  i til  equilibrium*  then  E_v  can  be  expressed  in  terms  Ey*  Eq*  £Hj* 
<-,2>  ....  In  order  to  complete  this  treatment  of  the  data*  we  are 
nov.’  in  the  process  of  measuring  the  densities  and  vapor  pressures 
o  »Uc  so a  turn  ammonia  solutions  over  most  of  the  liquid  temperature 
rang:*  as  well  as  the  pressure  coefficients  of  electrical  conductivity, 
0)  •  -t—  temperatures  of  the  conductivity  maxima. 

'i  preliminary  interpretation  of  the  high  temperatures  of  the 
k.c;.ciuci  ivi  ty  maxima  is  that  the  difference  in  behavior  between 
solutions  cf  sodium  and  electrolytes  like  NH^ I  and  K1  in  liquid 
ammonia  is  due  primarily  to  the  sodium  being  largely  undissociated 
at  low  temperatures  in  the  concentration  range  we  studied  anti  that 
.i’.o  increase  in  ionization  of  the  sodium  is  sufficient  to  compensate 
ror  tnc  decrease  in  density  with  increasing  temperature.  The 
dissociation  becomes  largely  comp’  te  in  the  neighborhood  of  the 
conductivity  maxima  in  cur  more  dilute  solutions.  Therefore*  the 
conductivity  now  drops  with  increasing  temperature  since  there  Is 
no  longer  a  source  of  electrons  to  compensate  for  the  further  decrease 
in  density. 
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For  the  intermediate  concent  rat  ions,  CT"  varies  exponentially  with 
the  concentration  of  sodium.  Thus  as  the  solution  temperature  is 
raised,  the  density  of  sodium  decreases  and  0s  should  decrease 
exponentially — instead  it  increases.  It  is  difficult  to  believe 
that  the  temperature  coefficient  of  mobility  is  sufficiently  large 
to  overcome  this  effect.  Hence  we  are  conjecturing  that  the  electron 
densities  arc  increasing  with  increasing  temperature  up  to  the  maxima 
even  though  the  sodium  densities  are  decreasing.  The  source  of  electrons 
is  from  species  variously  described  in  the  literature  as  e  g,  Na,  Na^, 
;;a”,  or  polymers. 

The  occurrence  of  the  maxima  at  GO  -  1 1 0° C  is  of  interest,  not  only 
with  respect  to  the  cause  ov  the  increase  beyond  25°,  but  also  with 
respect  to  the  effects  of  this  increase.  As  pointed  out  previously, 
a  very  significant  effect  is  that  the  temperatures  of  the  maxima  are 
close  to  those  of  the  critical  points  for  dilute  and  moderately 
concentrated  solutions.  As  a  result  of  this  closeness,  unlike  the 
cn:e  for  electrolytes,  there  is  only  a  small  drop  in  conductivities  . 
in  going  from  the  conductivity  maxima  to  the  gaseous  state.  Hence  the 
gaseous  conductivities  are  greater  by  orders  of  magnitude  than  would 
fs  the  case  if  the  conductivity  maxima  occurred  at  25°C. 

•n  the  preceding  section,  we  have  treated  the  temperature  coefficients 
as  being  at  constant  pressure,  whereas  the  actual  measurements  have 
been  made  along  the  vapor  pressure  curve.  In  the  liquid  state,  only 
the  comoos it  ion,  such  as  mole  fraction,  or  the  concentration  of  sodium 
need  be  specified.  V/e  shall  use  mole  fractions  to  specify  the 
composition,  since  these  arc  temperature  independent.  Assume  that 
q-\  =  (j\  (p,  T,  Kg )  for  the  coexistent  two  phase  system.  Then,  along  the 
vapor  pressure  (vp)  curve, 


,d  In  tT' 


din  < T 


» 1 1  w  v  u 

1  d9  'vp  s  (  3  p  )T,  X, 


de)Vp 


+  .  ,  j>  incr  ,dx2i 

^  8  ;P,  X2  +  (  X2  )p>  -fjr'yp 


Preliminary  measurements  have  already  been  carried  out  on  the  effects  of 
pressure  on  conductivity  at  constant  temperature  and  composition.  From 
these  results,  we  feel  that  we  shall  be  able  to  determine  both  the  vapor 
pressures  of  the  solutions  and  (  d  In  <T  /  ^  p)-^^.  Since  the  equation 
of  state  of  ammonia  gas  is  known,  we  can  calculate  the  amounts  of 


ammonia  in  the  gas  phase  from  the  vapor  pressures,  and  therefore 

(dXg/dSjyp.  By  estimating  the  heat  of  vaporization  of  the  solution 

and  the  term  (  In  (J~  /  <^i  X2)p,T  ^rom  the  collection  of  conductivity 

temperature  concentration  data,  we  can  evaluate  (-  -  1"^  „ 

^8  P’  X2 


We  shall  now  return  to  the  overall  objective  of  this  program,  i.e.,  the 
plasma  aspects  of  the  gaseous  sodium  ammonia  solutions.  In  the  conven¬ 
tional  nomenclature,  the  sodium  ammonia  gases  are  dirty  plasmas,  that  Is, 
they  contain  a  foreign  material,  the  solvent.  These  plasmas  have  gaseous 
conductivities  of  1  to  100  mhos/cm  in  dilute  to  Intermediate  concen¬ 
tration  solutions.  V/e  are  now  trying  to  prepare  plasmas  with  consider¬ 
ably  higher  conductivities  by  using  the  more  concentrated  solutions. 

Our  conviction  that  this  can  be  done  is  based  on  our  visual  observations 
that  we  have  produced  gases  that  are  metallic  yellow-red  copper-gold 
in  appearance.  Since  the  qualitative  facts  deduced  from  visual  obser¬ 
vations  have  already  been  confirmed  by  conductivity  measurements  for 
solutions  up  to  intermediate  concentrations,  we  expect  that  the  ob¬ 
servations  on  concentrated  gases  will  also  be  confirmed. 


The  electron  densities  in  the  gaseous  plasmas  with  conductivities  of 
1  to  100  mhos/cm  are  about  lo’9  to  1020  electrons  per  cc.  The 
pressures,  which  have  not  yet  been  measured,  are  of  the  order  of 
a  hundred  atmospheres.  The  pressures  in  our  cold  plasma  are  greater 
than  those  in  the  usual  laboratory  gaseous  plasmas,  which  are  at 
atmospheric  pressure  or  below.  In  nature,  there  are  two  main  sources 
of  gaseous  plasmas,  the  interstellar  plasmas  with  about  10  electrons 
per  cc  and  the  stellar  plasmas  in  which  there  is  an  enormous  range  of 
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densities  from  the  tenuous  red  giants  to  the  dense  white  dwarfs. 

The  electron  densities  and  gas  pressures  of  the  cold  plasma  would 
fall  in  the  stellar  class,  closer  to  those  of  the  red  giants  than 
the  white  dwarfs. 

Insovar  as  temperature  goes,  there  are  no  comparable  temperatures 
in  either  the  conventional  laboratory  gaseous  plasmas  or  in  nature. 
The  temperatures  of  the  interstellar  plasmas  may  be  of  the  order 

1*  Q 

of  10  C,  those  of  the  stellar  interiors  are  very  high  and  those 
on  stellar  surfaces  only  moderate.  Temperature  of  the  conventional 
laboratory  plasmas  ranges  from  a  few  thousand  to  millions  of  degrees. 
The  temperatures  of  our  cold  plasmas  are  as  low  as  I33°C. 

Finally  since  the  cold  plasma  is  a  gas  under  equilibrium,  the  plasma 
lifetime  is  limited  only  by  the  non-plasma  problem  of  sel f-rcact ion. 
Lifetimes  of  an  hour  have  been  attained,  l/e  feel  that  it  may  be 
possible  to  extend  these  lifetimes  by  at  least  an  order  of  magnitude. 
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TABLE  1 


LOW  TEMPERATURE  DATA* 


Sample  No. 

Mole  Fraction 
of  Na 
at  -33.5°C 

Specif ic 
Conductivity 
at_^0°C, 
ohm  cm 

Cond.  Cell 
Calib. 
Methods  ** 

Resistance 
Measuring 
Method  *** 

Frequency 

kc 

3-26-18 

1.17  x  !0-1 

2.43  x  I05 

G 

vn 

5 

3-26-10 

5.32  x  10-2 

3.86  x  102 

G 

0 

E 

7 

3-26-15 

5.20  x  lo'2 

3.70  x  102 

G 

v0 

7 

4-26-8 

5.14  ;;  ]0*2 

3.60  .;  I02 

P 

E 

4 

10-3-IA 

5. cl:  X  10-2 

3.40  x  102 

G 

vQ 

10 

3-26-12 

4.60  x  I0*2 

2.65  x  102 

G 

E 

7 

33 

4.04  x  10*2 

1.76  x  I02 

1 

E 

40 

3-26-9 

3.69  x  10‘2 

1.48  x  IQ2 

G 

v0 

10 

4-26-2 

3.59  x  I0*2 

7.37  x  10 

P 

E 

20 

10-8-4 

2.97  x  I0‘2 

6.45  x  10 

G 

E 

1250 

1 1-9- 1A 

2.92  x  10*2 

5.40  x  10 

G 

G 

125 

28 

2.85  x  10‘2 

3.40  x  10 

1 

E 

50 

26 

2.81  x  10‘2 

3.22  x  10 

1 

E 

50 

4-26- 1 

2.47  x  I0‘2 

2.10  x  10 

P 

E 

80 

10-30-3A 

2.23  x  10*2 

1.35  x  10 

G 

G 

200 

3-26- 16 

1.89  x  I0‘2 

7.40 

G 

v0 

200 

4-26-7 

1.63  x  10'2 

4.30 

P 

E 

400 

4-26-5A 

1.65  x  10*2 

3.85 

P 

400 

4-26-3 

1.34  x  lO*2 

1-95 

P 

v0 

800 

29 

1.30  x  10-2 

1.86 

1 

E 

800 

9-5-4A 

CVJ 

1 

0 

C\ 

1.43 

G 

E 

1250 

3-26-17 

1.0?  x  10'2 

9.35  x  lO-1 

G 

Vo 

900 

10-3-3 

6.62  X  to'5 

5.20  x  10'1 

G 

E 

1250 

X-15 

5.43  x  10*'5 

3.7,3  *  ,0’' 

G 

G 

125 

I0-8-4A 

2.94  x  10’5 

1.56  x  10' 1 

G 

E 

1250 

10-8-3 

1.74  x  10*5 

I. 17  x  lO'1 

G 

E 

1250 

*  All  cells  are  made  of  pyrex  except  ll-?-IA,  26,  26,  29,  and  33>  which  are 
fabricated  from  uranium  glass. 

**  Conductivity  cell  calibration  methods:  G  -  Geometrical,  P  -  DC  Plunger, 
I  -  Inductive 

***  Resistance  Measuring  Methods: 

G  -  Graphical  (R  vs.  Vo  at  fixed  frequency  and  input  voltage) 

Vo  -  Constant  transfer  function  RV° 

-v  Vi  0 

E  -  External  Cal ibrator 


T.'.DLE  II 


DATA  FROM  20  TO  130°CV< 


Specif ic 

Conductivity  Maxima 

Mole  Fraction 

Res i stance 

Conductance 

of  Me 

Measuring 

at  ^0°C, j 

Temperature 

-  1  -  I 

Sample  N 

at  -pp.5  C 

Method 

^hm  ‘  cm 

°C 

ohm  cm 

5-26-15 

5.20  x  I0"2 

Vo 

4.70  x  1C2 

5-26-12 

4.60  x  10~2 

Vo 

3.32  x  102 

9-5 -5A 

0.37  x  lo"2 

G 

1.87 

110 

2,10  x  102 

8-22-2A 

;i.22  x  IQ-2 

G 

1.60 

111 

1.73  x  102 

1 1-9-lA 

3.00  x  10"2 

G 

1.44  x  1C2 

86 

1.45  x  102 

10-50-1* 

2.73  10"2 

G 

9.9  x  10 

81 

9.90  x  10 

10-5-4 

2.57  "•  10"2 

G 

6.5 

Cl 

6.50  x  10 

11-9-5 

2.53  x  10"2 

G 

6.25 

94 

6.60  x  10 

10-50-3A 

2.273  x  10~2 

G 

5.68 

95 

3.80  x  10 

10-5-2 

2.10  ;;  10"2 

G 

5.68 

95 

3.80  x  10 

I0-30-2A 

2.01  ;;  10"2 

E 

2.71 

88 

2.78  x  10 

11-9-4 

1.97  X  10"2 

G 

2.23 

95 

2.32  x  10 

1C-5-5A 

1.02  x  10'2 

G 

1.76 

97 

1.90  x  10 

10-3-2A 

1.75  x  10"2 

G 

1.44 

93 

1.51  x  10 

10-5 -5 A 

1.70  x  10'2 

G 

1.25  x  10 

98 

1.33  x  10 

5-26-14 

1.35  x  10‘2 

Vo 

6.40 

96 

7.00 

9-5-4A 

1.1.72  x  10‘2 

Vo 

0.93 

93 

4. 10 

W-l 

1.17  x  10"2 

G 

3.45 

°2 

3.53 

10-50-5 

7.1  x.  \<TJ 

G 

2.15 

92 

2.22 

10-3-3 

6.95  x  I0~5 

Vo 

1.52 

06 

1.53 

10-3 -4 A 

5.50  x  lo"5 

G 

5.05  x  10_I 

86 

3.07  x  lo"1 

9-5- 1A 

2.40  x  10^ 

E 

1.30  x  10_1 

84 

1.3)  X  lo’1 

All 

conductivity  cells  in 

this  table  war 

e  cal ibrated  by 

the  qeometrical 

techn ique. 

Resistance  Measuring  Method: 

G  -  Gr.phical  (if  vs.  7r  at  fixed  frequency  and  V1) 

o  \jO 

Vo  -  Constant  transfer  function  ~r~ 

W 1 

E  -  External  Calibrator 


Ammonia  Purification  and  Sample  Preparation  System 
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FIGURE  U  -  CONDUCTIVITY  ASSEMBLY  INSIDE  BOMB 
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FIGURE  6  -  ELECTRICAL  CONDUCTIVITY  TEMPERATURE  DATA  BELOW  ROOM  TEMPERATURE 

!hS  H°Wi'"eS  °U  ^he  t'9ure  on  the  left  are  from  the  data  of  Kraus  and  Lucasse  (22  KRA) 
the  dashed  lines  being  from  Nabauer  (49  NAB).  The  composition  scale  mole  fraction  of  ’ 
sodium  ,s  from  the  data  of  Kraus  (21  KRA)  and  Kraus  and  Lucasse  (21  KRA-a) .  OuJ 

Mght  Y  temperature  data  be,ow  room  temperature  are  displayed  in  the  figure  on  the 


FIGURE  8  -  CONDUCTIVITY  TEMPERATURE  DATA  EXTENDING  INTO  THE  GAS  PHASE  REGION 
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FIGURE  9  -  TURBULENCE  IN  THE  NEIGHBORHOOD  OF  THE  CRITICAL  REGION 


specific  conductivity,  ohms-i  cm- 


FIGURE  10  -  CONDUCTIVITIES  OF  CONCENTRATED  SOLUTIONS  AT  ELEVATED  TEMPERATURES 
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